1. Insert a QMI Cash Clamping Elbow (or Weld Elbow) at a convenient sampling location.

2. Place the QMI Aspetic Sampler into the stainless steel seal on the QMI Elbow. After installing the clamp, hand tighten the nut and then give it an additional 1/2 turn with a wrench. This will prevent leaking.

3. Sanitize the surface of the sampler with an alcohol prep or other sanitizer. Then insert needle to prepare for sampling.

4. After sampling, remove the needle from the sampler and place the shield over the needle to prevent injury. Remove the needle from the tubing by turning it to the left and needle is not being used.

5. Cover the stainless steel nut with the orange dust cover to protect the sampler when it is not being used.

6. After 7 samples have been taken, remove and discard the Aspetic Sampler. Then replace it with a sterile unused sampler.

Thank you for choosing the QMI Aspetic Sampler System!